[Study on a new method for spectrophotometry].
In this paper, the relation between absorbance difference and concentration was measured by the ultraviolet spectrophotometer and computer made P-E company of U.S.A. The basic goal is to prove that the standard absorption curve method can be replaced by the new method, in which the sample was put in standard room and the standard material in sample room. Utilizing this method can minimize the error, most importantly, can measure the higher concentration sample, which can not be measured by the standard curve method. The new method does not require a Linear deltaA-c linear relationship.